Customer: Tester

Default customer Jakub, Sztybel

Ordernumber:

Test:

o DIN VDE 0701-0702:2008-06 ® DINEN 62353 (VDE 0751-1):2008-08 o TypBF o TypCF
Reason for testing:

@ Periodic inspection O Modification O Repair O Receiving inspection
Test sample:

Designation: UVGOTWWT ID: 01206200230

Manufacturer: OPTOtech Sp. z 0.0. Serial no.: 01206200230

Department: 0302 Test:
Testdate: 08/06/2020 10:06:51 AM Test interval: 12 Monate
Nominal Power: — kW Line length: 5m
Cross sect.area (mm?): 1.5 mm? No. of conductors: 3
Note:

Protectionclass: ® PCI O PCI o PCIl

Test BENNING ST 750 Serial no.: 500002263699

device :

Visual inspection Yes

passed:

Measuring reults

Measured Limiting Measurement procedure |Test passed
value value
RPE 0.230Q <0.300 Q RPE 0.2A Yes
|AbI 0.000 mA <0.500 mA Difference Yes
Functional test: Voltage: 237.79V Current: 0.45A
Effective power: 105.75 W Apparent power: 107.44 VA
Overall test passed : Yes Next test: 08/06/2021
Note:
Place, Date Signature tester




